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A Device for Simulating the Thermoregulatory Responses of 
the Foot: Estimation of Footwear Insulation and Evaporative

Resistance
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A sw eating thermal fo o t  manikin was developed f o r  evaluating the thermal and  evaporative 
resistance o ffoo tw ear. The sweating therm al fo o t  manikin can be program m ed to sim ulate physio logical 
patterns o f  conductive, convective and  evaporative heat loss. The manikin can simulate the initiation and  
magnitude o f  human non-evaporative a n d  evaporative heat loss based on core and  skin temperatures. 
The system comprises a com puter controlled system  fo r  regulating the heaters in each o f  the 16 segm ents 
o f  the foo t, as well as the sw eating function  p ro v id ed  by perista ltic  pumps. Each o f  the 16 segm ents is 
autonomous: its heating and  sweating responses are controlled independently, thus the calculation o f  the 
heat exchange can also be determ ined fo r  each segm ent separately. Results o f  the fo o tw ea r evaluation  
were com pared to the results obtained fo r  identical foo tw ear with fo o t  manikins fro m  other laboratories. 
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0 IN TRO D U CTIO N

Selection o f  appropriate protective 
clothing and footw ear in extreme conditions is 
very im portant and requires biophysical 
evaluation [1] to [4], Inappropriate footw ear is the 
m ain cause fo r freezing and non-freezing cold 
injury o f  the feet. Ensuring that footw ear m eets 
m inim um  biophysical standards is therefore 
essential in preventing cold  injury. The aim  o f  the 
presented w ork  is biophysical evaluation o f  
footw ear for different clim ates [5] and [6],

A copper therm al m anikin w as build  in 
1940 [7] to estim ate therm al characteristic o f  
clothes and footw ear. The current developm ent 
o f  therm al m anikin  is focused in the developm ent 
o f  m anikins w hich  sim ulates parts o f  the hum an 
body, e.g. foo t [8] and [9], hand [10], head [11].

A  m anikin system  for the evaluation o f  
therm al and evaporative resistance o f  footw ear is 
presented in th is paper.

1 C A L C U L A T IO N  OF TH ERM A L
R ESISTA N CE

tools for estim ating therm al footw ear com fort are 
therm al resistance per unit o f  surface and 
perm eability o f  w ater vapor, or sweat 
evaporation.

1.1 Physical Background

W e can take a  body in a shape o f  cylinder 
w ith length L  and constant intersection A  (Fig. 1 
a).

To estim ate and com pare different 
footw ear w e need som e type o f  com fort 
m easuring tool, w hich includes m echanical and 
ergonom ic com fort. The prim ary m easurem ent

b)

Fig. 1. H eat transfer (see text fo r  details)
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H eat flux P  is directly proportional to the 
d iffe rence  o f  tem perature T2 - T\ and to 
in te rsection  A  and inverse proportional to the 
leng th  L  [12], D ependence o f  different m aterials 
is d e fin ed  w ith  the param eter X (m aterial therm al 
conductiv ity ), w hich gives

P I  A  =  - X d T / d L .

G ood tem perature conductors (e.g. m etals) 
h ave  therm al conductivity values betw een 60 and 
300 W /m K . Substances w hich have sm all values 
o f  therm al conductivity are heat insulators, e.g. 
air, m ineral w ool, etc [12]. The best therm al 
in su la to r is calm  air (X a round 0.025 W /m K  ).

W e can express the heat transfer flux 
from  w all to air w ith  equation (2). The 
tem pera tu re  drop from  air tem perature TA to w all 
tem pera tu re  Tw is carried out in a  thin boundary 
lay er (Fig. lb ); the thickness o f  the boundary 
layer is <5[12].

P / ' A - a ( T w  - T a )  (2)

where / T>i is the segm ent i therm al resistance per 
unit o f  surface, TSj is the segm ent i skin 
tem perature, TA is the am bient (air) tem perature, 
A m,i is the area o f  segm ent i and Hr j is the given 
pow er to segm ent i (loss).

The total therm al resistance per unit o f  
surface can be com pounded from segm ents 
resistances per unit o f  surface

i t = a M

(  a  V 1

v  ‘ T -i ; (6)
where A M is the total area o f  the m anikin and A M,i 
is the area o f  segm ent i.

W hen therm al resistance per unit o f  
surface is estimated, the air tem perature is lower 
than skin tem perature (TA < Ts , , Vi =1 ,...,16). 
Norm ally a tem perature gradient around 20 °C is 
keept. Greater tem perature gradient requires more 
power. The intention is to improve system  
resolution and accuracy.

The proportional factor a  (dim ension 
W /m 2K  ) is called convection ratio. It depends on 

physica l characteristic o f  w all, air, and on 
v iscosity  and speed o f  air near the w all [12].

Equations (1) and (2) can be expressed 
in  the  form  o f  equation (3), so that w all and 
boundary  layer have therm al resistance R =L/XA 
+  1/aA . T\ is the w all inner side em perature and 
T0 is the  air tem perature at the w all outer side.

Thus the m easure for estim ating the 
foo tw ear quality is therm al resistance R.

In  the follow ing section the basic 
equations

P  =  ( T 1 - T 0 ) / R  (3)
fo r calculating the therm al resistance per unit o f  
surface I  ( /  = RA), m easure unitm 2 K fW , o f  each 
segm ent o f  m anikin and the total resistance per 
un it on  surface o f  the w hole m anikin w ill be 
carried  out in the form  o f  equation (4).

1.3. Estimation of Evaporative Resistance per 
Unit of Surface in Isothermal Conditions

The evaporative resistance per unit o f  
surface for each m anikin segm ents can be 
expressed as

j  ( P ì ~ P a ) - A m ,ì
yE,i rr

( 7 )

where / E?i is the evaporative isotherm al resistance 
per unit o f  surface o f  segm ent i, p, is the partial 
w ater vapor pressure o f  segm ent i (in saturation), 
p A is the am bient (air) partial vapor pressure, A M,i 
is the area o f  segm ent i and H E,, is the given 
power to segm ent i (loss).

The total evaporative resistance per unit 
o f  surface can be com pounded from  segm ents 
evaporative resistances per unit o f  surface

I = A (T x —T0 ) / P  (4)

1.2. Thermal Resistance per Unit of Surface

Therm al resistance per unit o f  surface for 
each m anikin segm ents can be expressed as

{ t s , - T a ) - A m,
1 T,i

H T ,i (5)

f

V

M.i

E,i /

-1

(8)

where A M is the total area o f  the m anikin and A M,i 
is the area o f  segm ent i.

The partial saturation vapor pressure at 
tem perature T  is calculated from  the em pirical 
relation [13]



TU CO=133.3-exp 18.6686
v

4030.183
r+ 2 3 5 (9)

For am bient (air) partial vapor pressure w e 
can write

p K=Pj T k y m j m , ( 10)

w here A M is the total area o f  the m anikin and A 
is the area o f  segm ent i.

W hen evaporative resistance per unit o f 
surface in nonisotherm al conditions is estim ated, 
the air tem perature is low er than skin tem perature 
(7 a = 7s,i, Vi = 1 1 6 ) .  N orm ally  a tem perature 
gradient around 20 °C is keept.

where R H A is the relative hum idity o f  air. For 
each segm ent relative hum idity is supposed to be 
RH\ = 100%, so the partial w ater vapor pressure 
for segm ent i is

Pi = PsATi) -  ( i i )

Estim ation o f  evaporative resistance per 
unit o f  surface in isotherm al conditions m ust 
assure that the tem perature o f  air is equal to skin 
tem perature (TA = Tsi, Vi =  1,...,16). U nder these 
circum stances, the heat transm ission is dependent 
only on evaporation. It m eans that the given heat 
pow er H e,i, to segm ent i, is equal to the process 
cooling evaporative pow er on skin.

1.4. Estimation of evaporative resistance per 
unit of surface in nonisothermal conditions

Evaporative resistance per unit o f  surface 
for each segm ent o f  the m anikin on 
nonisotherm al conditions can be expressed as

4 i  =
{p - P a ) - 4 a,, _  ( a - P a ) - 4 k

(/4: -//,.;) " ( u  (4,i 4)'4vi,î
v*S,i J )

-*T,i ( 12)

where 7 s>j is the evaporative non isotherm al 
resistance pe r unit o f  surface o f  segm ent i, p t is 
the partial w ater vapor pressure o f  segm ent i (in 
saturation), p A is the am bient (air) partial vapor 
pressure , A M,i is the area o f  segm ent i, Ts , is the 
segm ent i skin tem perature, TA is the am bient 
(air) tem perature, / Tji is the therm al resistance per 
unit o f  surface o f  segm ent i (previously 
m easured) and 77s,i is the given pow er to 
segm ent i (loss).

The total evaporative resistance per unit o f  
surface can be com puted from  segm ents 
evaporative resistances per unit o f  surface

f  , v 1
4  —

(13)

2 SY STEM  D ESCRIPTIO N

Fig. 2 shows the foot m anikin system . The 
system  is com posed o f  a personal computer, 
electrical control system , sw eating system  and the 
therm al foot m anikin [8] and [9], H ereafter each 
part w ill be shortly described.

Fig. 2. F oot manikin system  

2.1. Foot manikin

The foot m anikin is com posed o f  16 
segm ents. Segm ents are m ade o f  the alloy o f  
silver and copper (approxim ately 95±5% ), 
because silver has high therm al conductance, 
w hich  causes optim al heat flux conduction from  
heaters to the m easured m aterial, w hose 
resistance is m easured. A lso silver segm ents tend 
to have a hom ogeneous tem perature distribution 
on the w hole segm ent. Each segm ent has one 
tem perature sensor, w hich m easures the segm ent 
skin tem perature 7s,„ heaters for the segm ent 
tem perature control and artificial sw eating glands,



w h ic h  sim ulate the hum an sweating. The segm ent 
m o d e l is show n in Fig. 3a.

Sweating gland

Temperature sensor

a)

Fig . 3. a) Segm ent model b) R ealized  m odel o f  the 
fo o t  sole

T he  m easurem ent and control process treats 
each  segm ent as an autonom ous part. Based on 
the tem perature sensor data, the control algorithm  
con tro ls the heaters in order to  reach the desired 
segm en t tem perature. W ith the control o f  
sw eating  system  the sw eating glands w et 
appropria te ly  the m anikin segm ents. Segm ents 
therm al resistances per unit o f  surface 
calcu la tions are based on the data obtained from  
the sk in  tem perature sensors (T ^), the am bient 
(air) tem perature sensor (7 a) and the control 
a lgorithm  calculated pow er ( H f  given to the 
heaters.

T he m odel part o f  the foot sole is show n in 
Fig. 3b. W ith the appropriate distribution o f 
heaters and sw eating glands a hom ogeneous 
sw eating  and heating o f  the whole segm ent is 
obtained.

2.2. Control system

The control system  can be divided into 
three parts: the software part, the electronics part 
and the sw eating system.

2.2.1 Sweating system

The sw eating system  is m ade o f two 
peristaltic pum ps, artificial sweating glands and 
conveyance tubes. A rtificial sweating glands are 
m echanical elem ents, through which pum ps 
transfer w ater to the surfaces o f  m anikin’s 
segm ents. Sweating glands are on one side 
connected w ith pum ps through conveyance tubes, 
w hich supply water; holes on the other side 
hum idify m anikin’s segments. Pumps are 
controlled by the com puter via serial 
com m unication. The pum ps speed can be 
controlled to influence the flow o f w ater through 
the sweating glands, w hat simulates the intensity 
o f  foot sweating. The software allows starting, 
stopping and changing the speed o f  the pumps. 
A n algorithm  w hich sim ulates the foot sweating 
depending on the foot skin tem perature is 
integrated in the software [14] and [15], as 
Vp = A T s , , - T s.n), where vpJ is the p u m p ; speed 
(/=1,2) , 7s,i is the segm ent i skin tem perature 
and « is the num ber o f  segments, in our case 16.

2.2.2 E lectrical control system

The electrical control system consists o f 
the pow er supply, N ational Instruments (referred 
as NI) PX I platform  and the power output.

The base o f  the system is the NI PXI 
platform  and the NI PXI control unit, which are 
functioning in the M icrosoft W indows XP 
environm ent. The PXI platform contains the 
follow ing card.

The connection between the personal 
com puter and the NI PX I platform  is made o f  the 
NI CardBus 8310 card, which together with the 
CardBus-to-PCI bridge, provides a transparent 
link where all PX I modules appear as i f  they are 
PCI boards w ithin the com puter itself. This 
allows an easy com m unication with the selected 
PXI module.

Two NI 4351 cards acquire data from  
tem perature sensors. The properties o f  the card 
are high accuracy, resolution and big CM RR 
factor (CM RR- com m on mode rejection ratio).



The foot m anikin has 16 Pt 1000 resistance 
tem perature detectors, w hich are supplied w ith 
current source o f  1mA. The length o f  the 
connection cables form  the foot m anikin to the 
controller is m ore then 3m, so in order to increase 
the m easurem ent accuracy reduction o f  cables 
length is needed. For that reason a three w ire 
connection is used to connect the tem perature 
detectors (Fig. 4a). In this configuration only wire 
resistance R u  adds error to the m easurem ent.

The N I 6221 card has digital inputs and 
outputs. W ith this card we control opto couplers, 
which turn the heaters on and o ff (Fig. 4b). For 
heating segm ents we use pow er resistors RTO 20, 
w hich principal property  is that pow er- 
tem perature characteristic negligible change w ith 
tem perature change.

The last NI PX I card is a serial 
com m unication card. This card has four serial 
ports w hich are used to control the pum ps.

N I PX I supports various environm ents, 
betw een them  also M icrosoft W indow s XP, 
w hich is used to build our softw are system.

2.2.3 Softw are environment

The m anikin control system  w as built in 
the C++ program m ing language. Fig. 5 shows the 
m easurem ent flow chart in real time. The system  
user can com m unicate w ith the software and 
hardw are system  in the graphical u ser interface. 
A t the beginning the user has to define and 
configure the m easurem ent. A fter the 
m easurem ent starts the softw are com m unicates 
w ith the hardw are through the NI PX I platform . 
From  the acquired  tem perature sensors data and 
previously  defined tem perature references, the 
softw are algorithm  controls the heaters. The 
softw are algorithm  also controls through the N I 
PXI p latfo rm  the pum ps, w hich control the 
sw eating g lands in o rder to reach the desired 
sw eating o f  the foot. A fter every sam pling tim e 
the control process is repeated. The m easured 
data are calculated and displayed on-line. The 
m easurem ent stops autom atically w hen som e 
predefined reference condition is reached or the 
process is stopped m anually.

a)

b)
Fig .4. a) Temperature measurement 

b) Pow er output

2.2.4 Control algorithm

Fig. 6 show s the flow  chart o f  the control 
algorithm  for one segm ent.

The control algorithm  is com posed o f  16 
PID  regulators w ith  anti-w indup protection, 
w hich control 16 pulse w idth m odulators (PW M ) 
for control o f  the segm ent heaters. A 
proportional-integral-derivative (PID) control 
a lgorithm  is given w ith  equation (14).

u ( t)= K pep (t) + K\ je, (t) dt +  K D {z

PID is m ade w ith  the parallel 
com bination o f  P , I  and D  term. W ith the 
appropriate param eters tuning we influence the 
system  response (P, D) and the steady-state error 
(7). C om puter sim ulation in M atlab-Sim ulink



Fig. 5. Chart o f  the m easurement process

Fig. 6. Control algorithm

gives as the initial approxim ate values o f  P, I, D  
param eters. F inally, the param eters w ere fine 
tuned  on the real system. W e reach settling time 
low er than  3m in and steady-state error low er than 
A T  < ±0.5°C.

On w indup the control system  goes in 
saturation during regulation, so the error is 
decreasing m ore slowly, as i f  saturation would 
not be present. The basic idea o f  anti-w indup is to 
find out w hen the control system  goes in 
saturation. A t the tim e this happens it is necessary 
to stop the integration o f  the regulator I term, or

respectively influence the I term  in the w ay that 
the regulator will bring the control system  near 
the saturation limit. Because the regulator is 
controlling the heaters with pulse w idth 
m odulation, w hich has limit values betw een zero 
and one, it is necessary to adapt the control 
algorithm  to these limits.

It is im portant to emphasize that the whole 
control algorithm  is m ade program m atically, so 
the regulator is discretized and works w ith 
sam pling time Ts = 5s.
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Fig. 7. C ontrol system  algorithm

H eaters are controlled w ith Pulse W idth 
M odulation {PWM). Therefore the regulated 
heater pow er is directly proportional to the signal 
duty cycle

H i —  ^ m a x , i  '  ^ O N , i (15)

where / / maXji is the heater m axim um  pow er and 5s 
is the signal duty cycle.

In our system  program  tim ers are used for 
the generation o f  PW M  signals. The standard 
tim ers accuracy is around AtTIM =  (10 to 15) ms, 
w ith the use o f  m ultim edia tim ers the resolution 
can reach a lim it o f  A/TIM =  1 ms. Because the 
sam ple tim e period  is TS =  5 s, the m inim um  
resolution o f  the PW M  signal can be

Beside the closed-loop control regulation 
the system  also allow s open-loop control 
regulation, w hich m eans constant heater pow er o f 
the segm ent regardless to the segm ent 
tem perature. From  the given desired pow er o f 
segm ent i, H\, the system  calculate the PW M  
signal duty cycle:

^ON,i —
H .

A P W M
A tTIM ■ 2 - 10"

or expressed in heater pow er

H  = ^ - A P W M { * (24V) -2-10^ =2.56 m W , 
^  45Q

w here VCc is the pow er supply voltage and f?H,i is 
the segm ent i heater resistance.

JZT
1 max,i

w hich contro ls heaters. W ith th is m ethod w e can 
find out w hich is the steady state o f  the skin 
tem perature  at constan t heating  pow er fo r given 
footw ear.

The sw eating  system  is contro lled  w ith 
an open-loop algorithm . The pum ps can be 
tu rned on or off. W ith pum ps speed control 
in fluence the flow  o f  w ater through the artificial 
sw eating  glands, w hat sim ulate the hum an foot 
sw eating . I f  we w ant to change the flow  o f  w ater 
th rough each sw eating gland, w e can achieve 
th is w ith  changing the tube diam eter.

Fig. 7 show s the flow  chart o f  the control 
a lgorithm . A fter the regu la tion  type is chosen 
(c losed-loop  or open-loop) the selected



a lg o r i th m  is repeated  in sam pling tim e Ts =  5s. 
A f te r  som e reference condition is reached, the 
m e a su re m e n t stops.

3 M EA SU REM EN T RESULTS

3.1. System Check Up

Som e reference tests have been done to 
c h e c k  the  system  behavior and to  compare our 
m a n ik in  w ith other m anikins. For this reason we 
d id  fo u r tests w ith  bare foot, sock, rubber boot 
a n d  w in ter boot. W e put the m anikin in a clim atic 
c h a m b e r  on tem perature TA =  15°C, relative 
h u m id ity  R IlA = 50%, w ithout wind. D ry test 
h a v e  been  done w ith foot reference tem perature 
s e t  to  7j. =  35°C. Test duration w as 90 m in, each 
te s t  w as repeated twice. The m anikin result tests 
w e re  checked and com pared to the results from 
o th e r  laboratories m anikins, w hich results were 
d esc rib ed  by K uklane et al. [16]. The test results 
a re  show n in Table 1.

Table 1 show  that the therm al resistance 
p e r  u n it o f  surface increases, as expected. Values 
in c re ase  w ith m ore therm ally insulated footwear. 
T h e  values are near the m ean values o f  other 
m a n ik in ’s tests described in [16], The results for 
b a re  foo t and sock are near the m ean values in
[16], m eanw hile for m bber boot and w inter boot 
th e  values are low er than the expected values. 
T h e  m ain  reason was that the w ear did not fit the 
fo o t w ell, w hich cause lose o f  pow er heat. All 
te s ts  w ere  repeated tw ice and the differences in 
th e  results were around A I  =  ±0.005 m2K/W , 
w h ic h  is the system  accuracy and depends on the 
accu racy  o f  sensors, program  tim ers, etc.

3.2. Wind influence

Som e test has been done to study the 
re sp o n se  o f  the foot m anikin in the presence o f

wind. Sim ulation o f  w ind was carried out w ith a 
fan. The results are show n in Fig. 8.

Fig. 8 show that the therm al resistance per 
unit o f  surface decreases, because the wind is 
cooling the foot and the regulator needs to 
increase the given power, to keep the foot on the 
same tem perature.

Tim e course o f  relative m easurem ent 
values for one segm ent (segm ent 5) is depicted in 
Fig. 8c (Tsrel-tem perature skin, Irel-therm al 
resistance per unit o f  surface, FlArel-heat flux per 
unit o f  surface).

Total therm al resistance per unit o f  surface 
w ithout w ind is

A I niv = 0 .1 0 7  m 2K /W

and with w ind is
M w = 0 .067 m 2K /W  .

3.3. Influence of wind and sweating

The last test shows the influence o f  wind 
and sweating on the foot with sock. The 
m easurem ent results are shown in Fig. 9.

Fig. 9 shows that sweating is cooling and 
wetting the sock, w hat results in the need o f  more 
pow er from  the system  to maintain the reference 
tem perature and causes the thermal resistance per 
unit o f surface to decrease.

Time course o f  relative measurement 
values for one segm ent (segment 5) is depicted in 
Fig. 9c (Tsrel-tem perature skin, Irel-thermal 
resistance per unit o f  surface, HArel-heat flux per 
unit o f  surface).

Total thermal resistance per unit o f  surface 
are
AIPNW = 0.065 m2KAV for pumps without wind,
AIPW =0.039 m2K/w for pumps w ith wind and 
s iPNW = 0 .0 6 1  m2K/w for pum ps without wind.

T ab le  1. Comparison o f  thermal resistance p e r  unit o f  surface d erived fo r bare foot, sock, rubber boot 
a n d  w inter boot. Results are com pared to those reported by Kuklane et al. (2005)_______________

Footw ear M easured Reference
7m

m 2K/W m 2K/W
Bare foot 0.0843 0.090

Sock 0.112 0.120
R ubber boot 0.139 0.170
W inter boot 0.189 0.225



C)
Fig, 8. Influence o f  w ind  on therm al resistance p e r  unit o f  surface (sock) therm al resistance p e r  unit o f  

surface b) heat f lu x  p e r  unit o f  surface c) time course o f  relative m easurem ent values

3.4. Studying the characteristics with infra
red camera

Fig. 10 show s tw o pictures obtained w ith 
infra-red cam era w hen the foot is heated from  
15°C to 35°C. Fig. 10a shows the foot at the 
tem perature near 30°C , in Fig. 10b the 
tem perature is around 35°C, w hich is the steady 
state.

Fig. 10 shows that the segm ents are 
heating hom ogenously. L eg is filled w ith silicone 
rubber inside, w hich m echanically connects

segm ents together. Silicone m bber is transferring 
w arm th from one segm ent to another partially 
(dark lines betw een segm ents Fig. 10b). For an 
accurate analysis the system  could be treat as a 
multivariable system, what could increase the 
difficulty o f system  analysis, control and 
calculations. The construction o f  our next manikins 
will be m ade in such a way that segments will be 
connected together m echanically w ith some 
holders. So they will be inside hollow , w hat w ill 
presum ably  reduce the heat transfer betw een 
segm ents.



Fig. 9. Influence o f  w ind and  sweating (sock)
a) therm al resistance p e r  unit o f  surface b) heat f lu x  p er  unit o f  surface c) time course o f  relative

measurement values

a) b)
Fig. 10. Infra-red thermograms o f  the fo o t  manikin at 

a) 30°C  a n d  b) 35°C



4 CO N CLU SIO N

A device for footw ear quality estim ation 
and physiologic sim ulation o f  the hum an foot w as 
presented. The system  calculates the therm al and 
evaporative resistance to estim ate the quality  o f  
the footwear. The m anikin can sim ulate therm al 
behaviors o f  the foot and sw eating o f  the foot. 
There are m any built-in functions for control o f  
the foot heating and sweating.

The device construction, control system  
and the therm al resistance m easurem ent are 
presented. Sixteen segm ents com pose the foot 
m anikin. Each segm ent is an autonom ous part, in 
the sense o f  construction, control and calculation. 
The goal o f  using segm ents is that w ith segm ents 
w e can test the quality o f  each part o f  the 
footwear, w hat is the base inform ation for the 
m anufacturer and user.

The test results are com parable w ith 
m anikins from  other laboratories.
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